In a contemporary clinical laboratory it is very common to have to assess the agreement between two quantitative methods of measurement. The correct statistical approach to assess this degree of agreement is not obvious. Correlation and regression studies are frequently proposed. However, correlation studies the relationship between one variable and another, not the differences, and it is not recommended as a method for assessing the comparability between methods. In 1983 Altman and Bland (B&A) proposed an alternative analysis, based on the quantification of the agreement between two quantitative measurements by studying the mean difference and constructing limits of agreement. The B&A plot analysis is a simple way to evaluate a bias between the mean differences, and to estimate an agreement interval, within which 95% of the differences of the second method, compared to the first one, fall. Data can be analyzed both as unit differences plot and as percentage differences plot. The B&A plot method only defines the intervals of agreements, it does not say whether those limits are acceptable or not. Acceptable limits must be defined a priori, based on clinical necessity, biological considerations or other goals. The aim of this article is to provide guidance on the use and interpretation of Bland Altman analysis in method comparison studies.
Introduction
Medical laboratories often need to assess the agreement between two measurement methods. Every time we have to change one method for another one, or evaluate a new or alternative method, or quite simply we have an alignment problem between two instruments, we need some tools to measure and appraise the differences as well as the cause of these differences.
Validation of a clinical measurement should include all of the procedures that demonstrate that a particular method used for the quantitative measurement of the variable concerned is both reliable and reproducible for the intended use.
The measurement of variables always implies some degree of error. When two methods are compared, neither provides an unequivocally correct measurement, so it could be interesting trying to assess the degree of agreement.
To assess this degree of agreement, the correct statistical approach is not obvious. Many studies give the product-moment correlation coefficient (r) between the results of two measurement methods as an indicator of agreement. However, correlation studies the relationship between one variable and another, not the differences, and it is not recommended as a method for assessing the comparability between methods.
In 1983 Altman and Bland re-proposed an alternative analysis, firstly presented by Eksborg in 1981 (1) , based on the quantification of the agreement between two quantitative measurements by studying the mean difference and constructing limits of agreement (2) .
Correlation and linear regression
Correlation is a statistical technique that can show whether, and how strongly, pairs of variables are related. There are several different correlation techniques, including the Pearson or product-moment correlation, probably the most common one. The main result of a correlation is called the correlation coefficient (or "r"). It is computed as the ratio of covariance between the variables to the product of their standard deviations. The numerical value of r ranges from -1.0 to +1.0. This enables us to get an idea of the strength of relationship -or rather the strength of linear relationship between the variables. The closer the coefficients are to +1.0 or -1.0, the greater the strength of the linear relationship is. Usually, a linear regression study is performed together with correlation measurement. Actually, linear regression can be calculated only if the correlation exists and correlation coefficient can be interpreted only if the P value is significant. However, P is significant and regression can be calculated for most cases of method comparison. Linear regression finds the best line that predicts one variable from the other one. Linear regression quantifies goodness of fit with r 2 , the coefficient of determination. Correlation describes linear relationship between two sets of data but not their agreement (3) . Moreover, frequently a null hypothesis is used to verify if the two methods are not linearly related. With even a minimal trend, the probability of null hypothesis is very small and it can be safely, but sometimes erroneously, concluded that the two measurement methods are indeed related.
However, the two methods that are designed to measure the same variable should have good correlation when a set of samples are chosen in such manner that the property to be determined varies considerably. In the case of method comparison, this means that samples should cover a wide concentration range. A high correlation for any two methods designed to measure the same property could thus, in itself just be a sign that one has chosen a widespread sample.
Correlation quantifies the degree to which two variables are related. But a high correlation does not automatically imply that there is good agreement between the two methods. The correlation coefficient and regression technique are sometimes inadequate and can be misleading when assessing agreement, because they evaluate only the linear association of two sets of observations. The r measures the strength of a relation between two variables, not the agreement between them. Similarly, r 2 , named the coefficient of determination, only tells us the proportion of variance that the two variables have in common. Finally, the test of significance may show that the two methods are related, but it is obvious that two methods designed to measure the same variable are related. Moreover, the test of significance could be misleading; the significance of the correlation depends on the values of the correlation coefficient. If the correlation coefficient is statistically significant with respect to the set limit (P < 0.05) only then we can interpret its value; which means that if we get for example r = 0.22 and P = 0.027 we should not conclude that there is a "significant relationship", but we can claim that there is no relationship between the variables, because, calculated coefficient of variation, which indicates the absence of correlation, is statistically significant.
The proposed Passing and Bablok regression analysis to overcome some limits of correlation analysis partially solves problems related with data distribution and with the detection of a constant or proportional difference between two methods. Compared with the other frequently proposed method, the Deming regression (4), the Passing and Bablok regression could be preferred for comparing clinical methods, because it does not assume measurement error is normally distributed, and is robust against outliers. However, it needs the residuals analysis, the distribution of difference around fitted regression line, for a complete interpretation of regression results (5) . This is quite sim-
Bland Altman analysis ilar, but more complicated than the analysis of differences, described below.
The analysis of differences: the Bland and Altman method
Bland and Altman introduced the Bland-Altman (B&A) plot to describe agreement between two quantitative measurements (6). They established a method to quantify agreement between two quantitative measurements by constructing limits of agreement. These statistical limits are calculated by using the mean and the standard deviation (s) of the differences between two measurements. To check the assumptions of normality of differences and other characteristics, they used a graphical approach.
The resulting graph is a scatter plot XY, in which the Y axis shows the difference between the two paired measurements (A-B) and the X axis represents the average of these measures ((A+B)/2). In other words, the difference of the two paired measurements is plotted against the mean of the two measurements. B&A recommended that 95% of the data points should lie within ± 2s of the mean difference. This is the most common way to plot the B&A method, but it is also possible to plot the differences as percentages or ratios, and one can use the first method or the second one, instead of the mean of both methods.
The following example could help in familiarizing with the B&A graph plot. Table 1 shows a hypothetical series of paired data, from which it is possible to construct the B&A plot and to evaluate the agreement. In the first column a series of hypothetical variable measurements is shown, obtained by a method, named method A. The data is sorted from smallest to largest. The second column shows the measurements obtained for the same specimens but with a second, different method, B. Therefore, each line shows paired data. Figure 1 indicates the regression line between the two methods; correlation coefficient between the two methods is r = 0.996 (95% confidence interval, CI = 0.991-0.998, P < If the aim is to evaluate the agreement between the two measurements, it could be interesting to statistically study the behaviors of the differences between one measurement and the other. Column 4 shows these differences. An ideal model would claim that the measurements obtained by one method or another gave exactly the same results. So, all the differences would be equal to zero. But any measurement of variables always implies some degree of error. Even the mere analytical imprecision for method A and method B generates a variability of the differences. However, if the variability of the differences were only linked to analytical imprecision of each of the two methods, the average of these differences should be zero. This is the first point required to evaluate the agreement between the two methods: look at the average of the differences between the paired data.
From our example, the average of the differences is -27.17 units (bottom line of table 1). This mean difference (d) is not zero, and this means that on average the second method (B) measures 27.17 units more than the first one. This bias could be a constant or an average result arising from problems for specific concentrations or values. It is important to evaluate the differences at different magnitudes of the measured variable. If neither of the two methods is a "reference", the differences could be compared with the mean of the two paired values. The average can be seen in column 3. The B&A graph plot simply represents every difference between two paired methods against the average of the measurement, as shown in Figure 2 . The differences between method A and method B are plotted against the mean of the two measurements. Plotting difference against mean also allows us to investigate any possible relationship between measurement error and the true value. But since we do not know the true value, the mean of the two measurements is the best estimate we have (7) . If the first method is a standard or reference method, we can use these values instead of the mean of the two measurements (8) , although this is controversial, because a plot of the difference against a "standard measurement" will always appear to show a relation between difference and magnitude when there is none (9). vs. the mean of the two measurements (data from table 1). The bias of -27.2 units is represented by the gap between the X axis, corresponding to a zero differences, and the parallel line to the X axis at -27.2 units. The bias of -27.2 units is represented by the gap between the X axis, corresponding to zero differences, and the parallel line to the X axis at -27.2 units. This negative bias seems to be due to measurements over 200 units, while for lower concentrations data are closer to each other. A negative trend seems to be evident along the graph, as better shown in Figure 3 . Drawing a regression line of the differences could help in detecting a proportional difference (10) (11) (12) . The visual examination of the plot allows us to evaluate the global agreement between the two measurements. In our example, we can summarize the lack of agreement by calculating the bias, estimated by the mean difference (d) and the standard deviation of the differences (s). We would expect most of the differences to lie between d -2s and d +2s, or more precisely, 95% of differences will be between d-1.96s and d +1.96s, if the differences are normally distributed (Gaussian). Normal distribution of the differences must always be verified, for example by drawing a histogram. If this is skewed or has very long tails the assumption of normality may not be valid. From the example of table 1, the measurements of the two methods are not distributed normally, but on the other hand the differences do seem to be (Figure 4) . Statistical tests should always be used to determine if the distribution is normal, since in some cases normality cannot be determined simply by observing the histogram plot. If any statistical software is available, a test for normal distribution (such as Shapiro-Wilk test (13) , D'Agostino-Pearson test (14) , KolmogorovSmirnov test (15)) can be done, for the hypothesis that the distribution of the observations in the sample is normal (if P < 0.05 then reject normality). If differences are not normally distributed, a logarithmic transformation of original data can be tried.
After ensuring that our differences are normally distributed, we can use the s to define the limits of agreement. From data of table 1, s = 34.8, so 95% of differences will be 
Bias and agreement limits
The B&A plot system does not say if the agreement is sufficient or suitable to use a method or the other indifferently. It simply quantifies the bias and a range of agreement, within which 95% of the differences between one measurement and the other are included. It is possible to say that the bias is significant, because the line of equality is not within the confidence interval of the mean difference ( Figure 6 , see over), but only analytical, biological or clinical goals could define whether the agreement interval is too wide or sufficiently narrow for our purpose. The best way to use the B&A plot system would be to define a priori the limits of maximum acceptable differences (limits of agreement expected), based on biologically and analytically relevant criteria, and then to obtain the statistics to see if these limits are exceeded, or not.
Precision of estimated limits of agreement
As with any statistical evaluation, we only estimate a value which applies to whole population. Our estimating precision depends on the amount of observed data, i.e. on the sample size. It would be opportune to calculate the confidence interval (CI) in order to see how precise our estimates are. In particular, the 95% CI of the mean difference illustrates the magnitude of the systematic difference. If the line of equality is not in the interval, there is a significant systematic difference, i.e. the second method constantly under-or over-estimates compared to the first one.
The 95% CI of agreement limits allows for the estimate of the size of the possible sampling error. It can be measured by using standard error provided the differences follow a distribution which is approximately normal (16 of the areas of confidence around the mean difference and the agreement limits, as shown in Figure 6 . In summary, the CIs of mean difference and of the agreement limits simply describe a possible error in the estimate, due to a sampling error. The greater the number of samples used for the evaluation of the difference between the methods, the narrower will be the CIs, both for the mean difference and for the agreement limits.
Bland and Altman method: plot difference as percentage
In a B&A plot system the differences can be also expressed as percentages of the values on the axis (i.e. proportionally to the magnitude of measurements [(method A -Method B)/mean %)]. This option is useful when there is an increase in variability of the differences as the magnitude of the measurement increases. Figure 7 represents the same data as Figure 6 , plotted as percentage of differences. The bias (mean difference) is -17.4%, almost constant for all the measured concentrations, with the exception of very low values. As for the plot of unit values, this bias is significant, since the line of equality is not in the CI. The agreement limits are from -93.2% to 58.4%.
Common instances in laboratory diagnostics
Proposed in 1983 (2), the B&A plot method is now widespread. Their paper in the Lancet "Statistical methods for assessing agreement between two methods of clinical measurement" (17) has been cited more than 30,000 times by a large number of peer reviewed scientific papers (18) . Many examples are available in scientific literature, usually as supplements to regression analysis and the scatter plot (19) , a practice that is also recommended by the Clinical and Laboratory Standards Institute (CLSI) (20) .
In Figure 8 some common models, which could represent general behaviors of agreement analysis are reported. Five cases are proposed, one for each line, each one analyzed by regression analysis and B&A plot, in unit (second column) and percentage values (third column) versus the mean of the two methods.
In the first example, case A, two highly correlated measurements are compared. Notwithstanding a determination coefficient of 0.9992, differences between the two measurements can be seen better in the B&A plot, that defines a bias of -7. negative trend of differences, proportional to the magnitude of the measurement. The bias seems to change with concentration, becoming lower when the concentration is higher. Moreover, the differences seem to be constant, with a slight enlargement of the agreement limits, correlating with the concentration levels (absolute values, A2). However, a difference of plus 46 or less 60 units would be important for a measurement of 100 or 200 or 300 units, while they would not be significant for 1000 or 2000 or 3000 unit measurements. This information is better represented when the differences are plotted as percentage of the concentration (A3). The bias is -0.5% and the 2s agreement range is ± 11% (from -11.5% to 10.5%), principally caused by the lower measurements; above 500 units, the 2s agreement range seems to be less than 5%.
A model of this behavior in the differences comparison is case B, where a constant s = ± 50 units was hypothesized. If the variability of the differences between the two measurements procedures is constant, the two plots will appear as they do in case B; the spread of the differences remain consistent across the range of concentration on the reported units difference plot (B2), but it increases significantly with decreasing concentration on the percentage difference plot (B3).
In the case of proportional difference variability between measurements, i.e. constant coefficient of variation across the range of concentration, the effect on the B&A plot in reported unit difference is a widening trend of the agreement range with increasing concentrations (C2). Intuitively, in the percentage difference plot, the trends remain parallel to the x axis (C3).
For constant differences across the intervals of concentrations, the reporting unit difference provides a better representation of the difference between the two measurements, while percentage difference plot is preferable for proportional difference variability (constant coefficient of variation).
If other errors overlap these sources of variability, they add their effects to the previous one. For instance, in case D we hypothesized a constant error of plus 15 units in method B, given the same proportional variability (CV%) of 5%, as in case C. An example of a constant systematic error could be an error in the blank reagent, or a matrix effect interfering with one method but not with the other. This constant error is immediately returned as a bias of -15 units in the unit difference plot. The percentage difference plot shows how this error affected more measurements of low concentrations, while the percentage bias verges to 0% for higher ones.
The last case, E, hypothesizes a proportional constant error, overlapped with the same proportional variability (CV%) of 5%, as in case C. An example could be a calibration error in one method, or a problem in some constants in an equation when computing the final results. The effect is that the magnitude of difference (bias) changes in a linear fashion. The widening trend of data with increasing concentrations is due to the constant CV% = 5%. If a proportional constant error was overlapped with a constant variability, the variability of the differences will be consistent across the measuring interval, but the bias will show a linear slope. Case E could be a model for data from Table 2 , plotted in Figures 3 and 7 . Case E is the only case in which the linear regression provides clear information about a problem of agreement between the two measurements, with a significant change in the slope of the regression line. On the contrary, when the agreement analysis is conducted on a wide range of concentrations, correlation and linear regression are not particularly informative, and could also be misunderstanding. Cases A to D are quite similar if only correlation is taken into account.
Summary and highlights
If you want to evaluate whether the differences between two measurements of the same substance are significant, study the differences, not the agreement. The correlation between methods is always misleading and should not be used for assessing the method comparability. The B&A plot analysis is a simple way to evaluate a bias between the mean differences, and to estimate an agree- ment interval, within which 95% of the differences of the second method, compared to the first one fall. Data can be logarithmically transformed, if differences seem not to be normally distributed. For bias and agreement limits, appropriate CIs can be computed, in order to consider the sampling error in relation to the dimension of the sample. Data can be analyzed as unit differences plot or as percentage differences plot. Both the plots may be considered, to allow the better evaluation. The B&A plot method only defines the intervals of agreements, it does not say whether those limits are acceptable or not. Acceptable limits must be defined a priori, based on clinical necessity, biological considerations or other goals.
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